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Abstract 
 
With rising healthcare costs and a substantially growing number of patients 65 or over, the benefits 
of telemedicine and patient self-monitoring systems are becoming increasingly evident. Patients, 
physicians, hospitals, and even insurance providers benefit from vigilant, cost-effective patient 
monitoring systems. This thesis describes the development of a portable, smart-phone connected 
system for continuous cardiac monitoring. The system is capable of continuously monitoring the 
conditions of the heart, automated detection of cardiac arrhythmias, and real-time notifying 
patients and physicians of the detected abnormalities. The system consists of four main 
subsystems: 1) a Bluetooth capable chest-strap ECG, 2) an Android-enabled mobile device, 3) a 
cloud-based analysis, storage, and notification system, and 4) a web-application portal. Data is 
collected by the single-lead ECG device, and transmitted to the mobile device via Bluetooth. An 
application allows the patient to view their ECG output in real-time, view the last 24 hours of 
recordings, and receive notifications and details regarding any detected abnormalities. The mobile 
device transmits the ECG data to a remote server for pre-processing and analysis, and then stores 
the data in a database which the patient or physician can access via a web-interface. The developed 
system can be used as a telemedicine system for management of cardiovascular diseases.   
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Chapter 1 
Introduction and General Information 
 
Background 
In the United States, medical expenditures accounted for 15% of the gross domestic 
product [1]. Cardiovascular disease (CVD) made up 15% of the total medical expenditures. The 
costs of CVD related diagnostics, procedures, and medications have steadily increased by 
approximately 6% every year for the past decade [1]. In 2014, the Centers for Disease Control 
and Prevention reported 26.6 million cases of CVD related illnesses—approximately 1 in 10 
Americans—611,105 of which were fatal [2]. In the face of the nation’s leading cause of death, 
and its associated costs, researchers and engineers have turned to various systems to streamline 
CVD diagnosis, monitoring, and treatments. 
Electrocardiographic (ECG) devices are widely used, not only in cardiology, but also in 
general medicine to evaluate patients’ cardiac activity. The device measures the surface 
potentials created on the thoracic surface by transmembrane potentials in cardiac tissue [3]. 
Figure 1 shows a typical ECG measurement throughout one electrical cycle of the heart. From 
the reading, three prominent waveforms can be seen—the P wave, QRS complex, and T wave. 
The P wave corresponds to the depolarization of the heart’s atrial chambers, and the QRS and T 
waves correspond to the depolarization and repolarization, respectively, of the ventricular 
chambers.  
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Figure 1 –  Example of a normal ECG wave reading cycle; 
modified from [4]. 
 
Figure 2 gives a visualization of the thoracic surface potential (left) created by the 
electrical propagation through the cardiac tissue (right) at a single instance in time during the 
cardiac cycle. As time varies, the intensity of the surface potential changes corresponding to the 
wave fronts that can be seen on the figure. As these wave fronts propagate, the ECG device 
measures this surface potential intensity at the electrode placement points on the thorax [5], 
labeled according to standard 12-lead ECG convention. Changes in the conductivity of the heart 
tissue, the function of pacemaker cells, etc., affect how the electrical waves propagate through 
the heart, thus affecting the resultant thoracic surface potentials picked up by the ECG device 
[6]. 
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Figure 2 – Visualization of electrical propagation through cardiac tissue (left) and the resultant 
thoracic surface potentials (right). Black dots represent electrode placements. Generated using 
ECGSim software. 
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Figure 3 shows the typical 12-lead ECG measurements corresponding to the surface 
potential magnitudes at each electrode seen in figure 2.  Leads 𝐼, 𝐼𝐼, and 𝐼𝐼𝐼 are known as the 
standard limb leads, leads 𝑎𝑉𝑅, 𝑎𝑉𝐿, and 𝑎𝑉𝐹 are known as the augmented limb leads, and 𝑉1-
𝑉6 are the chest leads. The standard 12 leads are defined as follows [4]: 
𝐼 =  𝐿𝐴 –  𝑅𝐴 
𝐼𝐼 =  𝐿𝐿 –  𝑅𝐴 
𝐼𝐼𝐼 =  𝐿𝐿 –  𝐿𝐴  
𝑎𝑉𝑅 = 𝑅𝐴 −
1
2
(𝐿𝐴 + 𝐿𝐿) 
𝑎𝑉𝐿 = 𝐿𝐴 −
1
2
(𝐿𝐿 + 𝑅𝐴) 
𝑎𝑉𝐹 = 𝐿𝐿 −
1
2
(𝐿𝐴 + 𝑅𝐴) 
𝑉𝑖 = 𝑉𝑖 − 𝐺𝑟𝑜𝑢𝑛𝑑 (i = 1, 2, 3, 4, 5, 6) 
  
We can see from figure 2 how electrical propagation through cardiac tissue results in the 
thoracic surface potentials measured by the ECG. Thus, changes in how the electrical waves 
move through the cardiac tissue, caused by damage or abnormal development, result in changes 
of thoracic surface potentials. This is how the abnormalities are able to be detected using ECG 
devices.  For instance, atrial fibrillation (AFib) is the most common sustained cardiac arrhythmia 
in the general population[7]. Figure 4 shows a typical ECG reading of a patient diagnosed with 
AFib. This is caused by very rapid, irregular, and uncoordinated stimulations, known as 
fibrillatory waves, 
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Figure 3 – 12-lead ECG readings corresponding to figure 2. 
Generated using ECGSim software 
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through the muscle fibers of the atrial walls [9]. The atrioventricular node—the connection point 
between conduction pathways of the atria and ventricles—filters out many of the rapid atrial 
pulses, resulting in a slower, but still irregular, rate of ventricular stimulation [7]. In the ECG 
reading, the irregularity of the R waves, corresponding to ventricular depolarization 
(contraction), can be observed—however, there are no P waves present. Since the fibers in the 
atrial wall are firing so chaotically, the atria do not experience a whole, coordinated contraction, 
which would normally produce a distinct P wave. 
Figure 5 shows the characteristic ECG reading of a patient with atrial flutter (AFl) which 
is a condition where re-entrant signals in the atria cause an abnormally fast atrial cycle rate, but 
in contrast to AFib, these cycles are more regular [10]. Since the rapid stimulation is caused by a 
re-entrant signal, rather than the fibrillatory waves of AFib, contraction of the atria is much more 
uniform, producing noticeable waves in the ECG. Once again, the ventricles are insulated from 
this abnormally fast rate, so the R waves still appear at fairly standard intervals; however, in 
between the R waves, the rapid pacing of the atria can be observed [8].  
 
 
Figure 4 –  A characteristic ECG waveform of a patient with atrial fibrillation;  
copied from [8]. 
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Proposal 
 To apply both concepts of telemedicine and patient self-monitoring to the field of 
cardiology, this thesis describes the development of a multi-platform system utilizing portable 
ECG devices. In its current form, the system allows users to monitor their own cardiac health by 
wearing a chest strap ECG device connected via Bluetooth to a mobile smart-phone or tablet. 
Data is automatically uploaded to a remote server for analysis, and the patient is notified if an 
abnormality is detected. The system can now be easily expanded into a more advanced 
application as a telemedicine platform. Patients can be assigned to a physician, who would then 
have the ability to view any of his patients’ data and receive alerts of detected abnormalities.  
  
 
Figure 5 – A characteristic ECG waveform of a patient with atrial flutter; 
copied from [8]. 
8  
Chapter 2  
Literature Review 
 
Telemedicine—the use of telecommunications for medical diagnosis, treatment, and 
remote monitoring—is one of the tools being used to help curb the costs of healthcare. 
Telemedicine allows physicians to provide patient care outside of a clinical setting, giving both 
patients and physicians drastically increased mobility. This is meant to cut down the need for 
clinical visits and hospital stays, and allow for earlier detection and diagnosis of various 
conditions [11]. In many cases, the earlier an illness is detected, the more successful and 
inexpensive it is to resolve or manage.  
A prime example of the benefit of early diagnosis is in the case of a developing 
myocardial infarction, which is where a section of heart tissue has become necrotic because of a 
reduction in blood supply known as ischemia [12]. Depending on the severity of ischemia and 
how quickly it progresses towards total arterial occlusion, ECG abnormalities can provide early 
warning of the impending infarction [13]. Early treatment, such as revascularization of the 
ischemic region, can prevent the infarction from forming, or reduce its size [14]. This highlights 
the importance of early detection. 
Patient self-monitoring is another tool used to lower healthcare costs and aide in the early 
detection of illnesses. Frequent clinical visits can grow to a burdensome cost for most people, 
especially those without insurance. It is economically unrealistic for patients with conditions 
such as diabetes to see their doctors frequently enough to properly monitor their blood glucose 
levels. Therefore, most diabetic patients use portable testing devices to monitor their own 
glucose levels. Many conditions, such as heart palpitations, can only be fully observed and 
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diagnosed if they are frequent enough to occur during a clinical evaluation, or by using 
expensive at-home or portable event monitors (e.g. Holter vests). Patient self-monitoring can 
provide an inexpensive alternative, where the patient collects their own data, flagging the data 
sets corresponding to symptom events, and presenting the data to their physician for analysis. 
Portable ECG devices have been used in a variety of applications. The most common 
device used for extensive mobile-ECG recording is the Holter monitor (named for the inventor, 
Norman Holter) which uses a conventional tape recorder or solid-state storage system to store 
ECG data to be viewed and processed later by a physician [15]. However, Holter systems are 
typically very expensive to use, even for only a 24-48 hour period. They also do not allow for 
real-time data analysis or monitoring, since the data is simply stored until the device is returned 
for data retrieval.  
 Jeon et al. improved on the standard Holter system by integrating real-time analysis into 
their device design [16]. The system consists of a single-lead data collection device with a built-
in display and data processor. Analog data is amplified and filtered in a pre-processing circuit, 
then an ARM processor digitizes the data and applies an additional digital filter before the data is 
analyzed. Analysis results are then viewed directly on the device display. While this provides 
real-time analysis, a physician is unable to know the status of the patient or to verify the accuracy 
of the device’s analysis, and the computational capabilities are limited to the power of the small 
on-board processor. 
 Fang et al. integrated ECG data collection with mobile-phone communications to allow 
physicians to receive SMS alerts regarding the patient’s status [17]. They used a portable ECG 
device connected via Bluetooth to a standard mobile phone (Nokia 91) to analyze the data and 
transmit results to a similar device used by the physician. All data analyses and transmissions are 
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handled using algorithms and software installed on the device itself, and data retrieval or report 
generation is handled by software installed on the physician’s device. This can put a large strain 
on the device’s processor and battery if data was to be collected and analyzed continuously 
throughout the day, and limits computational power to the capabilities of the mobile device’s 
small processor. 
 Wen et al. took the standard Holter design, and integrated an on-board, real-time data 
analysis system, which could transmit abnormal findings to a remote server via GSM service 
providers [18]. The Holter is used to collect and store the ECG data, and a software program is 
used to classify the data into several beat types. If the beat type is of concern, the Holter 
transmits the data and analysis results to a remote server, where a monitoring service employee is 
able to review it to determine if an alert should be issued. However, this system still requires the 
purchase of a complete Holter unit—now with the added cost of an on-board processor, 
transmission capabilities, GSM service plans, and subscription to a central monitoring service. 
 A few of the ECG analysis algorithms used in the iCloudECG system were previously 
developed in Xia et al. [19]. Critical parameters are extracted to determine the presence of the 
abnormality, but first, artifacts must be filtered from the signal. Common ECG artifacts include 
50 or 60 Hz power-line interference, baseline wander, muscle noise, and electrode movement. To 
remove as much of these interferences as possible a low-pass filter is applied to suppress high-
frequency noises and then a moving average filter is applied to reduce baseline wander. These 
filters are able to remove much of the interference without distorting the physiologically relevant 
frequencies of the ECG. 
 To be able to match the user’s ECG with characteristic ECGs of various abnormalities, 
the critical features must first be extracted. These features include the P-wave, T-wave, QRS-
11  
complex, R-R intervals, QRS intervals, and QT-intervals. Using the wavelet transform the ECG 
can be segmented into its various features [20]. The wavelet analysis method can distinguish the 
QRS complex from high P or T waves, baseline drift, and artifacts. It also enables measuring the 
location of onset and offset of the QRS complex and P- and T-waves. Once these features have 
been extracted, their locations and characteristics can be compared to results obtained from the 
analysis of representative abnormal ECGs.     
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Chapter 3  
Materials and Methods 
 
 The general functions of iCloudECG can be visualized in figure 6. This multi-platform 
system consists of four main subsystems: 
 Data collection 
 Smart-phone application 
 Server-side analysis, storage, and notification system 
 Web-application portal 
Data Collection 
 Data is collected using a Bioharness™ 3 chest strap ECG device, made by Zephyr 
Technology, shown in figure 7. This is a single-lead ECG device that uses an adjustable strap 
which wraps around the patient’s thorax, just below the sternum, and has two built-in pads 
composed of a conductive “smart-fabric”. These pads measure the potential difference between 
the two skin contact points—analogous to the adhesive electrode pads used in most ECG or 
EMG devices. A processing unit snaps into a slot in the middle of the strap, connecting it to the 
two conductive pads. The processing unit is removed for recharging and to wash the chest strap. 
The lack of disposable conduction pads and batteries make this device a convenient and 
economical solution for long-term wear and monitoring.
13  
 
 
 
Figure 6 – A general overview of the iCloudECG system. ECG data is sent from the collection device to the mobile phone, then it is 
uploaded to the analysis server. After analysis, the ECG data is sent to storage, where it can be accessed by either the patient or the 
physician. The analysis server also generates notifications which can be sent to the user’s mobile device or computer, or they can 
be sent to the patient’s physician or hospital. 
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Figure 7 –  Zephyr Bioharness™ 3:  portable, single-lead ECG device 
 
 The Bioharness™ 3 provides a variety of physiological information, including ECG 
amplitude, heart rate, breathing rate, posture, and X-Y-Z accelerometer data. Table 1, copied 
from the data sheet provided by Zephyr [21], shows the accuracy of the Bioharness™ device 
under various levels of activity. The Bioharness™ samples ECG data at 250 Hz, and it transmits 
data packets via Bluetooth at intervals of approximately one quarter of a second. These data 
packets contain all of the physiological information previously mentioned, plus information 
about the device itself, such as battery percentage, battery voltage, device temperature, and strap-
worn status. 
  
Mobile Application 
 An Android [22] phone (Galaxy S5 – SMG900V [23]) is used to pair with the 
Bioharness™ to receive, process, and present the collected data using a custom built application. 
The application was coded in Android Studio [24], the official Android integrated development 
environment (IDE), using Java™ [25] programming libraries.  
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The Android platform was chosen because of the open-source nature of its operating system and 
libraries, plus the extensive documentation and support provided by Google™ and the Android 
programming community. A single user account is created to access both the Android 
application, and the web-portal application. The system automatically syncs data between both 
platforms. 
Figure 8 shows a block diagram illustrating the data flow from the Bioharness™ through 
the various components of the application. The application can be split into 4 main components: 
 Bioharness interface service 
 User interface (UI) 
 Data handling service 
 Remote-server interface service 
Table 1 – Accuracy information copied from the Bioharness™ 3 data sheet [21]. 
 
Accuracy* 
(bpm) 
Activity Level     VMU 
USARIEM ** 
% of time 
Zephyr 
% of 
time 
Max Deviation 
(bpm) 
±1 
Laboratory – ECG 
simulator 
 100 99 1 
±2 Low activity (static) < 0.2 99 99 5 
±3 
Moderate activity 
(walk/jog) 
< 0.8 95 96 5 
±3 High activity (run) > 0.8 90 96 10 
 * Accuracy, with respect to beats per minute (bpm) is given at different levels of user 
activity, where the activity is quantified in vector magnitude units (VMU).  
 
** United States Army Research Institute of Environmental Medicine. 
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Figure 8 –  Block diagram illustrating the flow of data from the Bioharness™ and through the various components of the 
iCloudECG mobile application 
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Bioharness™ Interface Service 
The Bioharness interface service consists of functions for establishing and maintaining 
the Bluetooth connection with the Bioharness, receiving the data packets, and extracting the 
desired data from those packets. This service, as well as the other two main services, will run in 
the background regardless of whether the application is open, so no user action is needed to 
maintain continuous data collection.  After the initial Bluetooth connection is established, a 
dedicated function listens for data packet transmissions from the Bioharness. When a data packet 
is received, other functions are called to process the packet, extracting the desired information. 
Data packets are received approximately every quarter-second, and the following information is 
extracted: 
 Strap-worn status 
 Device battery percentage 
 Respiration rate 
 Heart rate 
 63 ECG data points 
The strap-worn status is used as a check to determine if data collection should continue, and to 
prompt the user if the device is not being worn properly. The other data is then loaded into 
intents, which are simply ways of communicating between different services or between a 
service and the main application. All of the data is loaded into an intent sent to the user interface, 
but the ECG data is also loaded into an intent sent to the data handling service.  
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User Interface 
At the user interface, the data is presented to the user on the main screen, shown in figure 
9. The user can view their heart rate, respiration rate, Bioharness battery status, and real-time 
ECG data. The ECG graph shows the past 5 seconds of data, but is updated in quarter-second 
intervals. Starting at time 𝑡 =  0, each update replaces data points i, where (𝑡 ∗ 63) ≤ 𝑖 <  ((𝑡 +
1) ∗ 63). At each update t is incremented by 1/4 until 𝑡 = 5, at which point t is reset to 0. 
 The user interface also allows the user to be notified about abnormal analysis results, and 
to view a database of previous records. If the record analysis determines there is an abnormality, 
those results are packaged and sent through Google Cloud to the mobile device. A listener 
service receives the analysis information and generates an alert notification, which the user 
selects and is taken to a screen with additional information. The user can also view a database, 
 
 
Figure 9 – Mobile application main screen. The user can view their real-time ECG data (5 
seconds long), heart rate, respiration rate, and the battery percentage of the collection 
device. 
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generated by the data handling service, where they are presented with a list of each record’s 
summary information. The records are color coded to highlight ones with abnormalities—green 
for normal, and red for abnormal. The user can select a record to either view the plot of its ECG 
data, or to review details of the record’s analysis results.  
 
Data Handling Service 
 Each new packet of ECG data is also sent to a data handling service. Here, the data is 
packaged into 30 second long records, which are then stored on the mobile device for review, 
and transmitted to the remote server for analysis and more permanent storage. By default, a total 
of 24 hours of data is stored on the mobile device, which equals approximately 2.61 GB.  
The data handling service also maintains an SQLite database containing the information 
about each record—record ID, date/time of capture, heart rate, and diagnosis—which is used to 
populate a records table where the user can choose which record they would like to review. The 
heart rate is determined by calculating the heart rate over each 5 second interval of the 30 second 
record, then the maximum of that set is chosen as the record’s heart rate. The diagnosis is 
initially set to a placeholder value until it is later updated when an analysis summary is received 
from the remote server.  
 
Remote-Server Interface Service 
The final application component is the remote-server interface service. This service 
handles user authentication or registration, and transmission of data to the server, including user 
account information, record information, and record data files. The service communicates with 
the server through a combination of Hypertext Transfer Protocol (HTTP) [26] GET requests and 
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File Transfer Protocol (FTP) [27] functions. GET requests are simply modified HTTP addresses 
that include various key-value pairs, for example: 
 
http://www.example.com/file.php?param1=value1&param2=value2      (3.1) 
 
This request would be processed by the PHP script “file.php” which would extract the 
variables (param1, value1) and (param2, value2), and use them as inputs for various functions. 
The GET requests are used to check or update the server SQL database, which contains user and 
record information. For example, when a user signs into the application, a GET request is 
generated to send the username and password that the user has entered. A PHP script receives 
this request, extracts the username and password, checks to see if that combination matches what 
is in the database, and returns either “true” or “false”. If “true” is returned, the user is allowed to 
proceed into the main application. 
Users can create their own accounts online via the web-portal, or using the mobile 
application. If the account is created on the application, a GET request is sent to the server with 
key-value pairs corresponding to the various pieces of information obtained from the user (email, 
password, name, age, etc.). A PHP script extracts this information and stories it in the 
corresponding database. A similar process is used to insert, update, or delete ECG record 
information. However, the process of sending the ECG data files is different. The system first 
sends a GET request with the user’s credentials to a PHP script which authenticates the user. If 
authentication is “true”, a temporary username and password are returned to the application 
which are used to open an FTP connection to the server and transfer the ECG data file. A 
confirmation message is returned to the application stating whether or not the upload was a 
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success. It the file was successfully uploaded, another GET request is generated and sent to a 
PHP script responsible for initiating analysis of the ECG data contained in that file. 
 
Server-side Analysis, Storage, and Notifications 
 The server used in this project is a Dell T7500 running the Ubuntu 14.04 [28] operating 
system. Apache 2.2.31 [29] HTTP server was used to host the various HTML [30] and PHP [31] 
scripts, as well as Apache Tomcat 7.0.64 [32] servlets to run the Java™  web-application and 
ECG analysis scripts. The database was created and maintained using MySQL 5.1. The core 
functions of the server are: 1) handling incoming requests and data from the mobile application, 
2) maintenance of the user and record information database tables, 3) analysis of received ECG 
data, 4) generation of the notifications sent to the mobile device, and 5) allowing user access to 
their records and information via the web-application. The data flow between the main 
components of the mobile device and the server can be understood from the block diagram in 
figure 10.  
Requests from the mobile application are handled first by PHP scripts. These scripts 
extract the necessary key-value pairs from the request, and then uses those variables to perform 
subsequent functions. If the request is for a database operation, such as inserting a new entry into 
the record information table, the PHP script first accesses a file containing the username and 
password necessary to access the MySQL server. It then prepares a query statement using the 
values obtained from the GET request, for example: 
INSERT INTO recordtable (recID, recDate, recTime, maxHR,     
maxBR) VALUES (?,?,?,?,?,?,?) 
(3.2) 
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Figure 10 – Block diagram illustrating the flow of data from the mobile application and through the various components of the 
analysis & storage server 
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In the query (3.2) a new record is being inserted into the database table called 
“recordtable”. The first set of parenthesis contains the property names of each value contained in 
an ECG record entry: record ID, record date, record time, maximum heart rate, and maximum 
breathing rate. The second set of parenthesis contain multiple “?” that serve as placeholders for 
each of the property values, which are later bound to variable values—this is to prevent “SQL 
injection”, a malicious attack where SQL statements are inserted into a query, potentially 
exposing or destroying the database contents [33].  
Data files are sent from the mobile device via FTP functions. The files are stored in a 
central location by their unique file ID, which is linked to the patient’s username in the record 
information table. Once a file is received, a success message is returned to the mobile 
application, which then sends a GET request to a Java™ servlet running on Tomcat. This 
initiates analysis of the file corresponding to the unique ID contained in the request. 
 Analysis scripts were created using the MATLAB software from MathWorks [34], to 
which a plugin is available called “MATLAB Library Compiler” [35] that converts standard 
MATLAB scripts into Java™ class files. These files can only be executed if the MATLAB 
Compiler Runtime [36] is installed on the executing server. This runtime contains various 
libraries of MATLAB functions, which are called by Java™ functions in the previously 
generated files to perform operations on the input dataset. This allows very complex algorithms 
developed in MATLAB to easily be converted to Java™ executable files, without the rigorous 
task of manually translating each MATLAB function into series of elementary Java™ functions. 
 The analysis servlet contains a central Java™ file that orchestrates the processes. The 
script first calls a function that takes a file ID, finds and reads the file line-by-line, and inserts the 
value on each line into an array of type “double”. This array is returned to the main script, where 
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it is then input to a series of Java™ files containing the algorithms to detect each abnormality. 
Each of these files returns either “true” or “false” depending on whether the abnormality was 
detected.  
After the dataset has been through each detection algorithm, the script checks to see if 
any of the results came back as “true”. If so, a short summary of the “true” result(s) is generated 
to send as a notification via Google Cloud Messaging (GCM). This notification is packaged with 
two unique identifiers used by GCM—one that is automatically created for each user when they 
first login to the mobile application, and another that was created specifically for this mobile 
application. The user’s identifier serves as an “address” used by Google Cloud Messaging to 
send messages and notifications to that user’s device, and the application identifier simply tells 
the device to which application the message should be delivered. The message is then sent to 
GCM servers via another type of HTTP request, where it’s routed to the user’s device. 
 
Web-Application Portal 
 The final component of the system is the web-application portal. This is a Java™ servlet 
application that can be accessed using any web-browser with JavaScript capabilities. The 
application’s Java™ files contain functions to retrieve user and record information from the 
MySQL database that was previously populated from the mobile application and PHP files. The 
user accesses the web-application using the same credentials as the mobile application, which are 
then authenticated using the database.  
 Using this application, the user can view or manage any records that have been uploaded 
from their mobile device as well as the analysis results of each record. They are first brought to a 
“dashboard” where the most recent record is graphed, and the next 3 most recent records can 
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quickly be chosen to graph instead. They can then navigate to a list of all records currently stored 
on the server, which contains details about the records, including analysis results. They have the 
ability to delete any or all of the records, if they choose, or they can share the records as PDF 
files. 
A more important concept behind the web-application is allowing a user’s physician to 
easily view the same records and results. A user would simply need to be linked with the 
physician’s account, granting them access to the user’s records in order to perform more detailed 
analysis of the user’s cardiac health. Multiple users can be linked to a single physician, allowing 
them to quickly switch between the data of each user, enabling them to easily and efficiently 
manage large numbers of patients. 
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Chapter 4  
User Scenarios 
 
 iCloudECG has been designed as a versatile, multi-platform system, with a range of 
applications. In its most basic form the system can be used by individual users, independently of 
a physician, to monitor their own cardiac health. The system can also be used by care-providers 
and relatives to monitor elderly or disabled individuals, or it could be used to monitor athletes 
during exercises and events. An advanced modification of the system would integrate cardiac 
physicians, allowing remote monitoring and evaluation of a patient’s cardiac health.  
 
Stand-Alone, Personal User 
 This system would be a viable option for an individual who believes they may be 
experiencing palpitations, but they fall into any of the following categories: 
 They do not have access to a cardiac physician 
 Their symptoms are too infrequent to detect during a clinical visit 
 They are unable to afford the expensive Holter monitoring system 
 They would simply feel more comfortable continuously monitoring their cardiac 
health 
This individual would purchase the ECG equipment—currently the system works with 
Bioharness™, but can easily be expanded to any portable, Bluetooth enabled ECG—and then 
simply download the application to their mobile device. The new user would create an account, 
and once the ECG device is paired to the phone via Bluetooth, they login to the application. The 
user is automatically prompted to press a button which establishes the device connection, and 
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data retrieval begins. No further action is required by the user unless the device gets 
disconnected, in this case the user is alerted and prompted to reconnect.  
All other system functions are carried out in the background of the device and on the 
server. If the system detects an abnormality, the user is alerted via push-notification and an 
audible tone, and prompted to view more information on the analysis. If the user believes they 
are experiencing an event, they may quickly flag that particular record with a single button press, 
allowing the user to easily find it later for review. Optionally, the user can return to the 
application and view their previous record list, which contains the past 24 hours of recordings. 
Selecting a record allows the user to either view the graph of its ECG data, or to view details of 
its analysis.  
Additionally, the user can login to the web-application to view their records and analysis 
results. This is useful if the user wants to view an ECG graphed on a larger screen or view 
records beyond the 24 hours stored on their device. The user may also want to use the web-
application to print or email a particular ECG graph to share with their physician. 
 
Patient Monitored by a Physician 
 iCloudECG offers physicians the ability to easily and remotely monitor and evaluate 
multiple patients’ cardiac health. A physician interface—either in the form of a mobile or web-
based application—would give physicians access to the ECG readings being collected from all of 
their monitored patients. The system would be performing continuous, automated analysis of 
each incoming record, and would alert the physician or a designated nurse if any abnormalities 
were detected. Alerts, either via email or mobile notification, would provide a link to view the 
suspect ECG reading, allowing quick and easy verification of the analysis. 
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 The user’s ability to flag records if they believe they are experiencing an event is an 
important aspect of the physician based system. When a physician is viewing a patient’s record 
list, he can easily see which records were flagged by the user. This allows the physician to 
determine if the patient’s symptoms are actually being caused by a cardiac event, or if other 
possible causes should be investigated. Overall, many aspects of iCloudECG would streamline 
patient monitoring and diagnosis, providing the patient with better quality of care and quality of 
life. 
 
 
Elderly Patients 
 Elderly patients have substantially increased risk of cardiovascular disease (CVD). In the 
60–79-year-old age group, 70.2% of men and 70.9% of woman have CVD—increasing to 83.0% 
and 87.1% for men and woman, respectively, over 80-years-old [37]. Not only are they naturally 
more likely to develop CVD, but they are less likely to realize they are experiencing many of the 
symptoms, leading to an even greater increased rate of mortality from CVD [38]. iCloudECG 
could be used to curb the patient mortality rate for both assisted-living and independent elderly 
persons by providing early warning of various CVD related abnormalities.  
 An independent elderly individual could use the system in the same way as the standard 
stand-alone user, but with a modification to not only alert the user of an abnormality, but also the 
user’s relatives, neighbor, or physician. Notifications can be sent via email to addresses 
designated by the user, but for higher-risk users a better option would be for the notification 
recipients to download a modified version of the application. This version registers the 
recipient’s mobile device to receive alert notifications, and connects to the record storage server 
to allow access to the stored records and analysis results. 
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 A more advanced version of the system can easily be developed for use in elderly care 
facilities. Similar to the system that would be used by cardiac physicians, multiple elderly 
residents could be equipped with individual iCloudECG monitoring systems. A centralized 
account would be established that would have access to each residents ECG readings and 
analysis results, and staff members could be alerted to abnormalities via notifications to multiple 
mobile devices.  
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Chapter 5  
Conclusions and Future Works 
 
 With a growing percentage of the population being age 65 or over and the rising costs of 
healthcare, advances in the efficiency, efficacy, and affordability of patient care would not only 
be of great benefit to patients, but also physicians and even insurance providers. Telemedicine 
and patient self-monitoring systems have the potential to significantly reduce the average cost of 
healthcare, while at the same time improving the quality of patients’ lives. With cardiovascular 
disease as the number one cause of death, and its overwhelming presence in the elderly 
population, cardiology is a primary field in which to implement these technologies.  
iCloudECG was designed to give patients and physicians a streamlined cardiac 
monitoring and diagnostic system—providing continuous ECG monitoring with automated 
cardiac abnormality recognition and alerts, all without hindering the patient’s mobility or taking 
time away from their lives. The patient cost of iCloudECG would be substantially lower than 
most Holter systems currently in use, with the added advantages of long term continuous 
monitoring with real-time data analysis. The system’s flexibility make it applicable in a variety 
of user scenarios: from stand-alone users wanting to know more about their cardiac health, to a 
remote patient monitoring and diagnostics system for use by cardiac physicians.  
Further development is needed on various aspects of the system. The physician side of 
the system will require consultation from multiple physicians to determine what features would 
be most useful. A physician application needs to be developed that will organize all of their 
enrolled patients data and analysis results for quick and easy examination. The web-application 
portal needs to be expanded with a similar interface. Considerations should be made about who 
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will actually be accessing the portal—the physicians themselves, or their nurses—and how this 
will affect the design of the interface to make it easiest and most efficient for those users. 
The server-side programming will need to be moved to a cloud-based platform. These 
platforms provide the ability to purchase more or less computational power and data storage 
depending on the demand; as more users adapt the system, resources can be added to meet the 
data analysis and storage requirements [39]. Security also needs to be addressed in migrating to a 
cloud-based platform, but also in general. Security measures need to be added in the mobile-
device to server communication process, and to the server-side processes themselves, to prevent 
the intercept or access of sensitive patient data. 
There is vast potential in the telemedicine field. In the future, this system could expand to 
incorporate a variety of physiological sensors, such as blood pressure, blood sugar or O2 levels, 
and activity monitors. The data would be collected and processed in the same way iCloudECG 
currently handles ECG data. Patients or physicians would be notified about a wide variety of 
abnormalities that may have otherwise gone unnoticed. All of that data would also be available 
for more long-term analysis algorithms, possibly identifying new trends that would forewarn 
additional health complications. 
   
 
32  
List of References 
  
33  
[1] P. A. Heidenreich, J. G. Trogdon, O. A. Khavjou, J. Butler, K. Dracup, M. D. Ezekowitz, 
et al., "Forecasting the future of cardiovascular disease in the United States a policy 
statement from the American heart association," Circulation, vol. 123, pp. 933-944, 
2011. 
[2] D. L. Blackwell, J. W. Lucas, and T. C. Clarke, "Summary health statistics for US adults: 
national health interview survey, 2012," Vital and health statistics. Series 10, Data from 
the National Health Survey, pp. 1-161, 2014. 
[3] F. G. Yanowitz, "Introduction to ECG interpretation V8. 0," Intermountain Healthcare, 
2012. 
[4] MedLibrary.org, "Electrocardiography," ed, 2013. 
[5] M. B. Simson, W. J. Untereker, S. R. Spielman, L. N. Horowitz, N. H. Marcus, R. A. 
Falcone, et al., "Relation between late potentials on the body surface and directly 
recorded fragmented electrograms in patients with ventricular tachycardia," The 
American journal of cardiology, vol. 51, pp. 105-112, 1983. 
[6] P. W. Macfarlane, A. van Oosterom, and M. Janse, Comprehensive electrocardiology 
vol. 4: Springer Science & Business Media, 2010. 
[7] D. Conena, S. Osswaldb, and C. M. Albertc, "Epidemiology of atrial fibrillation," Swiss 
Med Wkly, vol. 139, pp. 346-352, 2009. 
[8] D. B. Inc. Introductory Guide to Identifying ECG Irregularities. Available: 
http://www.dcbiomed.com/proimages/materials/EKG_Introduction/portableEKG_weitere
_Informationen.pdf 
[9] M. Webster, "Merriam-Webster online dictionary," 2006. 
[10] J. Wells, W. MacLean, T. James, and A. Waldo, "Characterization of atrial flutter. 
Studies in man after open heart surgery using fixed atrial electrodes," Circulation, vol. 
60, pp. 665-673, 1979. 
[11] D. A. Perednia and A. Allen, "Telemedicine technology and clinical applications," Jama, 
vol. 273, pp. 483-488, 1995. 
[12] E. Antman, J.-P. Bassand, W. Klein, M. Ohman, J. L. L. Sendon, L. Rydén, et al., 
"Myocardial infarction redefined—a consensus document of the Joint European Society 
of Cardiology/American College of Cardiology committee for the redefinition of 
myocardial infarction: the Joint European Society of Cardiology/American College of 
34  
Cardiology Committee," Journal of the American College of Cardiology, vol. 36, pp. 
959-969, 2000. 
[13] E. B. Sgarbossa, "Value of the ECG in suspected acute myocardial infarction with left 
bundle branch block," Journal of electrocardiology, vol. 33, pp. 87-92, 2000. 
[14] C. Costantini, E. Corday, T.-W. Lang, S. Meerbaum, J. Brasch, L. Kaplan, et al., 
"Revascularization after 3 hours of coronary arterial occlusion: effects on regional 
cardiac metabolic function and infarct size," The American journal of cardiology, vol. 36, 
pp. 368-384, 1975. 
[15] P. R. Kowey and D. Z. Kocovic, "Ambulatory electrocardiographic recording," 
Circulation, vol. 108, pp. e31-e33, 2003. 
[16] T. Jeon, B. Kim, M. Jeon, and B.-G. Lee, "Implementation of a portable device for real-
time ECG signal analysis," Biomedical engineering online, vol. 13, p. 160, 2014. 
[17] Q. Fang, F. Sufi, and I. Cosic, A mobile device based ECG analysis system: INTECH 
Open Access Publisher, 2008. 
[18] C. Wen, M.-F. Yeh, K.-C. Chang, and R.-G. Lee, "Real-time ECG telemonitoring system 
design with mobile phone platform," Measurement, vol. 41, pp. 463-470, 2008. 
[19] H. Xia, I. Asif, and X. Zhao, "Cloud-ECG for real time ECG monitoring and analysis," 
Computer methods and programs in biomedicine, vol. 110, pp. 253-259, 2013. 
[20] I. R. Legarreta, P. S. Addison, M. Reed, N. Grubb, G. R. Clegg, C. E. Robertson, et al., 
"Continuous wavelet transform modulus maxima analysis of the electrocardiogram: beat 
characterisation and beat-to-beat measurement," International Journal of Wavelets, 
Multiresolution and Information Processing, vol. 3, pp. 19-42, 2005. 
[21] Z. Technology. (2012, BioharnessTM 3 Data Sheet. Available: 
http://www.zephyranywhere.com/media/pdf/BH_DS_P-BioHarness3-Data-
Sheet_20120919_V02.pdf 
[22] A. Developers, "Android Documentation," ed: Download, 2009. 
[23] A. Halbert, Samsung Galaxy S5: The 100% Unofficial User Guide: CreateSpace 
Independent Publishing Platform, 2014. 
[24] A. Developers, "Android studio," developer. android. com, 2015. 
35  
[25] D. K. Fields, M. A. Kolb, and S. Bayern, Web Development with Java Server Pages: 
Manning Publications Co., 2001. 
[26] R. Fielding, J. Gettys, J. Mogul, H. Frystyk, L. Masinter, P. Leach, et al., "Hypertext 
transfer protocol--HTTP/1.1,"  2070-1721, 1999. 
[27] J. Postel and J. Reynolds, "File transfer protocol," 1985. 
[28] M. Helmke, E. K. Joseph, J. A. Rey, P. Ballew, and B. M. Hill, The Official Ubuntu 
Book: Pearson Education, 2014. 
[29] R. T. Fielding and G. Kaiser, "The Apache HTTP server project," Internet Computing, 
IEEE, vol. 1, pp. 88-90, 1997. 
[30] I. S. Graham, The HTML sourcebook: John Wiley & Sons, Inc., 1995. 
[31] P. Team, "PHP official documentation," URL http://www. php. net/manual/en. 
[32] A. Vukotic and J. Goodwill, Apache Tomcat 7: Springer, 2011. 
[33] S. W. Boyd and A. D. Keromytis, "SQLrand: Preventing SQL injection attacks," in 
Applied Cryptography and Network Security, 2004, pp. 292-302. 
[34] MathWorks. (2015). MATLAB r2015b. Available: http://www.mathworks.com 
[35] MathWorks. (2015). MATLAB Compiler - MATLAB Plugin. Available: 
http://www.mathworks.com/help/compiler/release-notes.html 
[36] MathWorks. (2015). MATLAB Compiler Runtime (MCR). Available: 
http://www.mathworks.com/products/compiler/mcr/ 
[37] S. F. Sheet, "Older Americans & Cardiovascular Diseases," 2013. 
[38] T. Seeman, C. M. de Leon, L. Berkman, and A. Ostfeld, "Risk factors for coronary heart 
disease among older men and women: a prospective study of community-dwelling 
elderly," American Journal of Epidemiology, vol. 138, pp. 1037-1049, 1993. 
[39] P. D. Kaur and I. Chana, "Cloud based intelligent system for delivering health care as a 
service," Computer methods and programs in biomedicine, vol. 113, pp. 346-359, 2014. 
36  
Vita 
 
 
David Clifford is from Atlanta, GA. He graduated from Soddy-Daisy High School in 
2008 and then began his studies at the University of Tennessee (UT), Knoxville, pursuing a 
Bachelor of Science degree in Biomedical Engineering from the department of Mechanical, 
Aerospace, and Biomedical Engineering. He received his Bachelor’s in 2013 and began graduate 
school at UT pursuing his Master of Science degree in Biomedical Engineering. Upon 
graduation, he plans to pursue a career in tissue engineering or regenerative therapies. 
 
 
 
 
 
 
